TUCSON POLICE DEPARTMENT

CRIME LABORATORY /,bt\
The undersigned Quality Assurance Specialist, having been qualified
by the Anzona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000

# IR Serial # ¥-0025/ & |, certifies by her signature:

on ({ I/Qﬁv!(f’ ¥ . witharesultof 0 -07Z¥AC, 0:0%% AC.

and on (2/2 ‘5'/9"“. witharesultof 0035 AC. a0F5AC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC, to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported conceming this instrument between these

Q.M—DF@MA—‘_

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

this ﬁfl . day offlecamber. . 200Y.

CFFICIAL SEAL

B\ KATHY A. KINNEY
= MOTARY PUBLIC-ARIZONA ke

L 2% PIMA COUNTY 1Az,
=== My Comm. Exp. Sept. 4, 2008 tary Public
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& Display reads "READY TO START" or Y2USH BUTITON TO sTazT

TEST.. M
RDIAGNOSTIC TESTS
i DV Test check. Setting should he bstvesn 200 and
-.600. Hode selection switch S2 on, Sl and 53 gff or
reyboard menu selesctien "H". Beading is 3 ;
g’f Display Test check. Mode salection switcech Sl on aad 52

i

=
and S3 off or keybeard manu ss=lecticn "V

v Printer Test chack. HMode seslection switch S1, S22, 51
off or keyvboard menu selection "2".

L Clock time check. Mode selection switch 510 on oz

vff keybozsrd menu sslectian "E". !
Date check. Mode selection switch 511 on. or keyboard
menu selection "E".

MAL T
15 Alcohol free subject Test rasult 0.000 AC .
Error recaognition leogic systez functioning

Invalid test printed |
«/f Proper sample recognition systam

Invalid sample printed .

Daeficient sample printede”
N/A Completeness of sample purge with collaction tubax*=*
s Calibration standard 0. ASD AC

Results: 0.07YAC ¢0.07¢AC
ESAG

Instrument operating praperly aﬂd accurately

COMMENTS:

e = Z
SIGNATURE JW E/Xy (MS

,ﬂff% alcoh canQ;Ltratiﬂn standard collected for subsequent
analysis.**

*WITH OB WITHOUT VAFOR RECIRCUTATION AND WITE OR WITHOUT EKEYSORRD
**THTS STEP IE ONLY REQUIRED IFP THIS DEVICE IS BEINMG USED FOR
SAMPLE CAPTURE.
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Vil 3
EXHIBIT P 2o L

!I
TEIS REPORT PHEPARED PURBUANT T4 DUTY IMPOBELD BY ./r
A.A.D2. Re-14—4041{R) /

ARIZONA DEPARTMENT OF HEALTH BERVICES

ETANDARD QUALTITY ASSURRMNCE PROCEDURES
INTOXILYZER MODEL 5000+ A&h

SETANDARD CALIBRATION CHECKX PRCCEDURE

n Policge naﬁa"—:ﬂn— Date IJ/EV fi%f Time OFOK

Agenoy _TUcsg
Intoxilyzer Serial# Y-002570 (#/2 Locatien ONS
QA Specialist OpnmbS %60
(Print Nama)
i H/T 1. Pour a standard alcohol sglution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has be=n made.
Standard value: . Q%0 AC
{ ;ffrz- Turn ‘on the 51muTa;ar and alleow the temperaturs o
#fff reach 34°C+.2°%C.
{ ) 3. Set Intoxilyzer mode selection in ths ACA mode by
switching mode selection switch #9 on or sslecting "CY
,f/ on Kevboard menu.
{ ) 4. Attach simulator to the simulator entrance port on the
v/f Tn*oxlTyz_ﬂ.
( p/ﬁ 5 Intoxilyzer 5000 display reads "READY TO START" or
o "WDUSH BUTTON".
w/f p/J &. Push Start Test buttan or press enter on Keyboard.
Jf% Y 7. Insert card in response to display.
=y i;}fs, Air blank completed.
g’% ) 9. calibration check completad.
/ Tast results 0. D’?%‘?Cfﬁé‘ﬂac :
AL J/} 10. Air blank completed.
{ ) 1l1. When display reads Test Complete remove avi idence card.
w/ff Attach the card to the completed checklist.
{ ) 12. Return mode salection switch #3 to off position after

all calibration checks are complete or type Q and enter

STIGNATURE 7 Eb

*FITHE OR FITégET ?g;éﬂ RECIBECULATION AND ¥ITHE OR WITHOUT EEYBOARD

DHS/DSLS/Form €115 (Rev.7-93)




DTEGNQSTIC TESTS
. é%#- DV Tast check Se=ting should ne patwsan .2400 a2nc
£00. Mods sslesction switgh 52 on, S1l ang 33 afs: o=
csyhbogard msnu selsction "H'". Reading ls EE& N
jg*—", :1'__5:17_5.}' Tast chack, Mode salsciiaon switch 51 an a2nd 53
and 33 &5 or kevboird smsnuw sglesctionm "W
-4ﬁ% Srintar Tsst chack. Hods salectiogn switca 51, 532 =3
<+ aff o kayboard mspnu sslsctilon "B
\_ﬁ_ﬁrg: Clock Tim= i = [
kaybgard m
:égi'_’_‘ Data chazlk:
meniu sslsccion
QECRATIONAL TESTS
Alcaohol £r=s subjsct Tast resulc a.pel AC
j‘ﬁ' Error recognition logic systea functioning
Tnvalid tast printed og-
g~ Proper sample recognition syste=m
Tnvalid sample pringsd.fg—
Deficiant sample princede—
N/B Completansss of sample purgs with collection Tuba*=
;;i;i Calibration standard 0.0F 0 acC
Hesults: D.Qi‘m + 0. O0F54— _
I—LL_-.**uJ._a"m., operating properly and accuracsly. YESWINO

COMMENTS & 0476_“/ OF5 &

SIGHATURE //'iﬂimfﬂkarﬂdﬁbﬁf—-
54

e E:I“- fﬁé. cohol concentration standard callected for subseguantc
analysis.**

*{ITH OR WLTEQDT FAPAR R
**THTS STEFP I8 OQMLY-REQU
SAMPLE CATTUHZ.

PCIRCULATION AND WIT= QR wITEQUT XEYBJARD
IRED IF TEIS DEVICE I8 BEING UsSEZD FaAOR

O

i
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Intoxilyzer SELlalfﬂﬂLﬁﬂéjﬂkiEﬂg}LDC&LLGH )
alist Lrenr PDordn Ve 33/

5?(0

~

PIATIRTT P

TELS REPORT FPREPARED PURSUANT TO DUTY IMPOAED BY
A.A.C. BI-14-404{2)

ARTZOMA DEYARTHMENT OF EEALTH BERVICES

ETANDAHD QUALITY ASSURANMCE TROCEDURES
INTOXILYZER HODEL 5000#* h\'\

BETANDARD CALIBEATION CHECK PROCEDURE %

Tucson Peolice Dppartment Date égngi.'{:ﬂz Time QQF;

QA S__UECJ_
L;&_] 1.
) 2.
(w2 3-
(v2d +-
sl el 3
g bl
=gt
(£ 10.
':i:t4kﬁj 11
(G 12.
SIGNATURE

= ]

(Print Name)

Pour a standard alcchol solution of known value ints a
clean dry simulator jar and agsemble the simulator.
Insure that a tight seal has been made.
Standard wvalug: 0.40%50 AC
Turn on the simtilator and allow the temperature to
":EE.\_.I"L_ EHDCI.ED\..
Set Intoxilyzer mode selesction in the ACA mede by
switching mode selection switch #9 on or selecting "CV
on xeyboard menu.
At+tach =simulator to the simulator entrance port on the
Intaxiltyzer,
Intoxilyzer 5000 display reads "READY TO START" or
"RUSH, BUTTAMIV.
Push Start Test button or press enter on Xeyboard.
Tnsert card in response to display
2Air blank completed.
Calibration check completed.
Test results 0.07F5+0-07F5 AC
Air bhlank completed.
When display reads Test Complete remove evidence card.

ttach the card to the completed cqac<ll5t.
Return mode selection switch #9 to off position after
all calibration checks are complste mr tvpe @ and enter

y&-@—'f j_,..-,____‘__'
P

*RITE O WITEOUT VAFOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD

DHS/DSLS/Form Cll6 (Rev.7-33)




